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Abstract 

Background: Continuous body temperature monitoring during perioperative care is enabled by using a non-
invasive “zero-heat-flux” (ZHF) device. However, rigorous evaluation of whether continuous monitoring capability 
improves process of care and patient outcomes is lacking. This study assessed the feasibility of a large-scale trial on 
the impact of continuous ZHF monitoring on perioperative temperature management practices and hypothermia 
prevention.

Methods: A feasibility study was conducted at a tertiary hospital. Participants included patients undergoing elective 
surgery under neuraxial or general anesthesia, and perioperative nurses and anesthetists caring for patient partici-
pants. Eighty-two patients pre and post introduction of the ZHF device were enrolled. Feasibility outcomes included 
recruitment and retention, protocol adherence, missing data or device failure, and staff evaluation of intervention 
feasibility and acceptability. Process of care outcomes included temperature monitoring practices, warming interven-
tions and perioperative hypothermia.

Results: There were no adverse events related to the device and feasibility of recruitment was high (60%). Treatment 
adherence varied across the perioperative pathway (43 to 93%) and missing data due to electronic transfer issues 
were identified. Provision of ZHF monitoring had most impact on monitoring practices in the Post Anesthetic Care 
Unit; the impact on intraoperative monitoring practices was minimal.

Conclusions: Enhancements to the design of the ZHF device, particularly for improved data retention and transfer, 
would be beneficial prior to a large-scale evaluation of whether continuous temperature monitoring will improve 
patient outcomes. Implementation research designs are needed for future work to improve the complex area of tem-
perature monitoring during surgery.

 Trial registration: Prospective registration prior to patient enrolment was obtained from the Australian and New 
Zealand Clinical Trials Registry (ANZCTR) on  16th April 2021 (Registration number: ACTRN12621000438853).
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Background
Core body temperature alterations during surgery 
increase the risk of morbidity and mortality [1–3]. Fre-
quent perioperative temperature monitoring enables 
proactive recognition of patients at-risk or already hypo/
hyperthermic [3–5]. Yet pre and intraoperative tempera-
ture is rarely monitored in accordance with guidelines 
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[3–6]. There is a high incidence of perioperative hypo-
thermia in Australian facilities [6, 7], but only 20-31% 
of patients have intraoperative temperature monitoring 
[6–8]. The risk of death from malignant hyperthermia is 
also closely related to temperature monitoring practices, 
reaching 30% of cases when temperature goes unmoni-
tored [1, 2].

In contrast to other vital signs, there has been a lack of 
non-invasive continuous temperature monitoring devices 
with clinically acceptable accuracy [9, 10] and intraopera-
tive accessibility of data [11]. Various devices with differ-
ent degrees of measurement accuracy are typically used 
with a single patient perioperatively. Recently, non-inva-
sive devices providing continuous temperature monitor-
ing across the perioperative pathway have become widely 
available, including the 3M™ Bair Hugger™ Temperature 
Monitoring System (3M™, St Paul, MN) “zero-heat-flux” 
(ZHF) device [12–15]. In 2020, a meta-analysis indicated 
that the ZHF device may be insufficiently accurate for 
use where wide temperature variations are anticipated 
[16]. Nonetheless, the device is no less accurate than 
non-invasive devices commonly used, such as aural canal 
devices. The ZHF device is easily attached and may be 
used for both awake and anesthetized patients. Patient 
acceptability is high [17]. As a continuous non-invasive 
device, it may increase consistency of perioperative tem-
perature monitoring.

Rigorous evaluation is needed to determine whether 
continuous monitoring with easy, visible access to tem-
perature data results in improved process of care and 
patient outcomes [15]. Intraoperative decision-support 
tools and electronic alerts have been found to sup-
port improvements in perioperative clinical care and 
documentation, including perioperative hypothermia 
prevention [11]. Lakha and colleagues identified that 
intraoperative decision-support and electronic alerts 
improved perioperative hypothermia prevention, but 
specifically related to compliance with quality measures 
(Measure #424, Perioperative Temperature Management) 
when linked to payment bonuses for anesthesiologists 
[11]. In the absence of payment incentives, whether con-
tinuous capability and easily accessible temperature data 
translates to improved practices and patient outcomes is 
unclear [15].

The first step in testing and implementation of con-
tinuous perioperative temperature monitoring with ZHF 
devices is to establish their acceptability and feasibility. 
Feasibility studies are used in preparation for large-scale 
trials to assess recruitment, protocol fidelity and process 
evaluations [18]. This study assessed the feasibility of a 
future trial on the impact of continuous monitoring on 
temperature management practices and hypothermia 
prevention.

Methods
Study design
This study assessed feasibility of recruitment and sam-
pling methods, protocol fidelity, and intervention fea-
sibility and acceptability. The study was conducted in a 
tertiary referral, urban public hospital in Australia. Data 
were collected from 2nd June 2021 to 1st April 2022. Sec-
ondary process of care outcomes included temperature 
monitoring practices as documented and as per guide-
lines, use of active warming strategies, and prevention 
of perioperative hypothermia. Ethical, site-specific, and 
administrative ethical approvals were obtained from the 
hospital and university’s Institutional Review Boards 
respectively (HREC/2021/QMS/70450; QUT 2021-3904-
4302). Written informed consent was obtained from all 
participants. Prospective registration prior to patient 
enrolment was obtained from the Australian and New 
Zealand Clinical Trials Registry (ANZCTR) on  16th April 
2021 (Registration number: ACTRN12621000438853, 
Principal Investigator: J Munday). The study is reported 
according to the CONSORT extension for pilot and feasi-
bility trials [19].

Inclusion and exclusion criteria
Eligible patients included consenting adults undergo-
ing elective surgery (of expected duration >30 minutes), 
with general or neuraxial anesthesia, with an American 
Society of Anesthesiologists (ASA) physical status score 
I-III. Patients were excluded if they had a known sensitiv-
ity to adhesives, forehead rash on the day of admission, 
or if admission to the Intensive Care Unit (ICU) directly 
from the perioperative department was planned. Eligible 
health care professionals included consenting periopera-
tive registered nurses (RNs) and anesthesiologists caring 
for patient participants.

After written informed consent, data were prospec-
tively collected from 42 patients before and 40 after the 
introduction of the ZHF device (82 patients in total). 
In the interim period between the before and after data 
collection periods, 20 patients received continuous tem-
perature monitoring via the ZHF while the device was 
introduced into the department and training in the use 
of the device was undertaken. These patients are not 
included in the analysis. This sample size was sufficient to 
evaluate the feasibility of study methods [20].

Study procedures
Usual care group
The first 42 patients enrolled in the trial received 
usual care. Temperature monitoring at all timepoints, 
from admission into the Surgical Care Unit (SCU) – 
referred to as the preoperative phase – to transfer to 
the anesthetic room, on induction, during surgery and 
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during Post Anesthetic Care Unit (PACU) admission, was 
unchanged. Health care professionals were able to select 
whether to apply monitoring or not, and no direction as 
to the method of monitoring was provided.

The usual mode of preoperative temperature monitor-
ing is via a Welch and Allyn™ oral device. This monitor 
can automatically transfer data to the electronic medical 
record (EMR), before patient transfer to the anesthetic 
room. Intraoperatively, the Philips™ anesthetic moni-
tor can continuously monitor temperature if a device is 
attached and automatically transfers data into the EMR. 
In PACU, a Covidien™ tympanic temperature device is 
used and data manually entered into the EMR. However, 
the Philips™ monitor used in PACU can continuously 
monitor and record temperature at specific intervals with 
automatic data transfer into the EMR.

During the interim training period
The 3M™ Bair Hugger™ Temperature Monitoring Sys-
tem (Model 37000; 3M™, St Paul, MN) ZHF device 
was introduced into the department, and periopera-
tive staff received training on the use of the device. For 
the 20 patients enrolled in the study during this period, 
clinicians received support in the use of the device by a 
research team member.

During the intervention period (ZHF Group)
The study protocol required that, on arrival to the Surgi-
cal Care Unit, and during the preoperative check-in pro-
cess, the ZHF device was attached to the forehead (3M™ 
Bair Hugger™ Temperature Monitoring Patient Sensor, 
Model 36000), above the orbital ridge by the RN work-
ing in the Surgical Care Unit. After placement, the device 
requires a ramp-up time of up to three minutes for tem-
perature readings to stabilize. The protocol specified that 
the device was to remain in-situ and available for use 
throughout transfer to the anesthetic room, on induction 
and during surgery, until patients were assessed as ready 
for discharge from PACU. Intraoperatively and in PACU, 
clinicians were able to plug the ZHF device into the anes-
thetic or PACU monitor, and data were transferred into 
the EMR in use at the study hospital. The device itself 
also displays the current temperature reading, and retro-
spective temperature data (up to two hours) is provided 
only as a trend (with no raw values).

Primary and secondary outcome measures
Feasibility outcomes included the numbers of patients 
screened and recruited (assessed via recruitment log), 
aiming to achieve a consent rate of >50%, retention and 
treatment adherence (>80%) and missing data (<10%). 
Device failure and other adverse events were also 
recorded.

Intervention feasibility and acceptability [21] was 
measured by staff survey distributed via email, con-
taining a link to the REDCap™ survey at the conclu-
sion of the patient data collection period. The survey 
used the Acceptability of Intervention Measure (AIM); 
Intervention Appropriateness Measure (IAM) and 
Feasibility of Intervention Measure (FIM) tool devel-
oped by Weiner [22]. The tool measures the constructs 
(acceptability appropriateness and feasibility) on a 
five-point scale (completely disagree, disagree, neutral 
– neither agree or disagree, agree, completely agree), 
with higher scores indicating greater agreement with 
each corresponding statement related to acceptabil-
ity, appropriateness and feasibility. The research team, 
in a prior study, assessed acceptability [21] from the 
perspective of patients, and side effects [17]. Practi-
cality was assessed via a five-point Likert scale (poor, 
fair, good, very good, excellent) as used in prior studies 
assessing practicality of interventions [23].

Process of care outcomes included documented tem-
perature measurement at key time points, active warm-
ing (including warmed intravenous fluids, forced air 
warming or other interventions), and appropriateness of 
warming (assessed against temperature and as per guide-
lines for prevention of perioperative hypothermia) [3, 4, 
24]. Perioperative hypothermia was defined as a tempera-
ture <36.0°C [3] and was assessed if temperature data was 
documented in the medical record. The key time points 
used for temperature, hypothermia and appropriateness 
of warming assessments matched evidence-based guide-
lines for perioperative hypothermia prevention [3, 4].

Basic demographic data for patients included age, 
gender, surgical specialty, ASA score, body mass index 
(BMI), duration of time in preoperative holding area, 
surgical duration, PACU duration from admission until 
‘ready for discharge’ assessment. Staff respondents indi-
cated their professional role.

Data collection for feasibility and process of care out-
comes was performed by an experienced, non-blinded 
research team member directly from the EMR, how-
ever treatment adherence was assessed prospectively, in 
real-time.

Data analysis
Sample characteristics and feasibility outcomes (includ-
ing acceptability, appropriateness, and practicality) are 
summarized as counts and percentages, medians and 
IQRs, as appropriate. Mann-Whitney and Fisher’s exact 
tests were used to compare pre and post group character-
istics and change in process of care outcomes. Mean tem-
peratures were computed by group over time and PACU 
admission temperature adjusted for baseline temperature 
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and BMI, was compared before and after introduction of 
ZHF monitoring.

Results
Of 102 patients enrolled, 42 were enrolled in the usual 
care group, 20 were enrolled in the interim (training 
period) group and 40 were enrolled in the ZHF group 
(see Fig.  1). All patient characteristics are reported in 
Table  1. Compared to the usual care group, the ZHF 
group had a lower BMI (z = 1.96, p = 0.05) which was 
likely to be clinically meaningful, and shorter PACU 
length of stay (z = 2.13, p = 0.03).

Feasibility
Table  2 reports feasibility outcomes including recruit-
ment, retention, treatment adherence and missing or 
incomplete data. Inability to contact potential partici-
pants for recruitment was the major cause of non-enrol-
ment after screening for eligibility. Retention is reported 

for the entire study cohort (n = 102). There were no 
adverse events related to the use of the ZHF device (e.g., 
skin reaction to the sensor).

Incomplete or missing temperature data in the ZHF 
group is detailed in Table  2: cases are reported where 
the ZHF device was applied and in-use but data did not 
transfer in full into the EMR. In two cases, the protocol 
was not adhered to across all timepoints (from device 
attachment in the SCU through the intraoperative and 
PACU phases). In two cases, the device was not applied 
in SCU but was applied in the anesthetic room, as the 
patient was called to surgery early.

Staff evaluation
Of the 23 health professionals that proceeded from the 
email containing the link to the participant Informa-
tion and survey, 16 (69.6%) completed the staff survey. 
Of these, seven (44%) were registered nurses (five anes-
thetic nurses, two PACU nurses) and nine (56%) were 

Fig. 1 Participant flow, non-adherence, and missing data at each phase. Abbreviations: ZHF: zero-heat-flux
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anesthesiologists (four registrars and five consultant 
anesthesiologists). Half had used the ZHF device: assess-
ment of acceptability, intervention appropriateness, fea-
sibility and practicality are reported in Table  3. Median 
values indicated that the ZHF device was considered 
acceptable, appropriate, feasible and practical. Survey 
respondents who had not yet used the ZHF device were 
asked if they would consider using the device: six of 
eight respondents stated that they would consider using 
the ZHF in their future practice. Two anesthesiologists 
responded that they would not. Of those who had used 
the device, 75% scored neutral or higher on all survey 
items.

Process of care evaluation
Proportions of temperature monitoring at any time-
point for both groups are reported in Table 4. Addition-
ally, proportions of temperature monitoring meeting 
guideline recommendations were assessed. Guidelines 
are that temperature should be measured in the hour 
prior to surgery [3, 4]. We reported temperature on 
arrival to the anesthetic room as this reflects the pro-
cess of care in the study hospital: this increased from 
zero in the usual care to three patients in the ZHF 

group. Intraoperatively, as per guidelines [3, 4], moni-
toring is reported as every 30 minutes (for surgery dura-
tion of > 30 minutes) and every 15 minutes (for patients 
receiving forced air warming). In PACU, temperature is 
reported as per guidelines on admission, every 15 min-
utes and at discharge [3, 4]: the largest difference was 
found between groups for patients receiving monitoring 
every 15 mins in PACU. In the usual care group, zero 
patients received monitoring at these timepoints, versus 
17 (46%) of patients in the ZHF group.

Table 1 Patient characteristics

Note: Median (IQR) or no. (%). Abbreviations: ASA American Society of 
Anesthesiologists

Characteristics Usual care (n = 41) ZHF (n = 37)

Age (years) 59.2 (43.4-68.7) 62.0 (47.0-69.4)

Body mass index 30.9 (25.7-35.5) 27.7 (24.0-31.3)

Gender
 Female 18 (43.9) 13 (35.1)

 Male 22 (53.7) 24 (64.9)

 Other/undisclosed 1 (2.4) 0 (0)

Type of surgery
 Hepatobiliary 11 (26.8) 3 (8.1)

 Urology 8 (19.5) 9 (24.3)

 Breast and endocrine 7 (17.1) 8 (21.6)

 Orthopedic 5 (12.2) 5 (13.5)

 Vascular 3 (7.3) 7 (19.0)

 Colorectal 5 (12.2) 2 (5.4)

 Gastroenterology 1 (2.4) 3 (8.1)

 Plastics 1 (2.4) 0 (0)

ASA physical status
 I 3 (7.3) 5 (13.5)

 II 19 (46.3) 17 (46.0)

 III 19 (46.3) 15 (40.5)

Preoperative waiting time 
(mins)

128.5 (79.5-181.5) 138 (99-211)

Duration of surgery (mins) 121(90-202) 106 (67-178)

PACU length of stay (mins) 70 (54-110) 55 (36-80)

Table 2 Feasibility outcomes

Abbreviations: ZHF Zero-heat-flux, PACU  Post Anesthetic Care Unit

Feasibility outcomes n (%)

Recruitment
 Enrolled versus screened participants 102/170 (60)

 Total non-enrolled participants 68/170 (40)

Reasons for non-enrolment
 Unable to contact potential participants 34/68 (50)

 Declined 13/68 (19.1)

 Surgery cancelled 9/68 (13.2)

 Unable to consent preoperatively 6/68 (8.8)

 In-patient 3/69 (4.4)

 No general anesthetic planned 1/69 (1.5)

 Unable to consent due to mental capacity 1/69 (1.5)

 Planned postoperative ICU admission 1/69 (1.5)

Retention
 Drop-outs due to cancellation after enrolment 98/102 (96)

Treatment adherence (ZHF group)
 Preoperative phase (Surgical Care Unit) 37/40 (92.5)

 On arrival to anesthetic room 27/37 (73.0)

 On induction 16/37 (43.2)

 During surgery 24/37 (64.9)

 On PACU arrival 25/37 (67.6)

ZHF data missing/incomplete
 Preoperative phase (Surgical Care Unit) 3/37 (8.1)

 On arrival to anesthetic room 8/37 (21.6)

 On induction 19 (51.4)

 During surgery 11 (29.7)

 On PACU arrival 10 (27.0)

 During PACU 10 (27.0)

Table 3 Health professional evaluation of the ZHF device (n = 8)

Survey items Median (IQR)

Acceptability of Intervention (AIM) 3.9 (2.4-4.3)

Intervention Appropriateness Measure (IAM) 3.8 (2.5-4.5)

Feasibility of Intervention Measure (FIM) 3.9 (2.5-4.3)

Practicality 4 (3-4)
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On PACU admission, mean body temperature adjusted 
for baseline preoperative temperature and BMI was 
36.03°C in the before group and 35.86°C in the ZHF mon-
itoring group (adjusted mean difference = -0.17; 95% CI 
-0.49, 0.15). Proportions of mild, moderate, and severe 
hypothermia by group on PACU admission are presented 
in Table 4 (Fisher’s exact test, p = 0.59). Figure 2 presents 
mean temperature decline from the preoperative phase 
to 30 minutes in PACU.

Discussion
In this single-center feasibility study we found the intro-
duction of continuous ZHF monitoring throughout 
perioperative care improved temperature monitoring 
practices during post-anesthetic care but had limited 

uptake intraoperatively. Feasibility of recruitment in 
preparation for a larger trial was established. Yet, strate-
gies to improve protocol adherence and to reduce miss-
ing data across the multiple time points included in the 
study protocol are needed.

We were interested in whether the provision of a device 
that was already in place on arrival to the OR would 
increase intraoperative monitoring as per guidelines [3, 
4, 24]. Temperature monitoring adherence only slightly 
increased at on admission and on induction timepoints. 
The greatest improvements in adherence to monitor-
ing guidelines were found during PACU care, where no 
patients received regular 15-minute monitoring in the 
usual care group versus 17/37 (46%) in the ZHF group. 
Yet improvements in pre- and intra-operative tempera-
ture monitoring are hypothesized to have the greatest 
impact on clinical outcomes by enabling pre-emptive 
action to prevent heat loss [11].

In line with earlier research indicating that the continu-
ous ZHF device itself is acceptable to patients [17, 24], 
only a small number of patients approached for consent 
declined to participate. The major issue affecting feasibil-
ity of a larger study is treatment adherence: not only staff 
adherence to the protocol, but the reliability of electronic 
data transfer from the device to the EMR. In a future 
trial, additional safeguards such as prospective, real-time 
data collection are needed to mitigate the risk of miss-
ing data due to transfer issues, as experienced in this and 
earlier studies [14, 17]. An implementation design that 
accounts for the complexity of practice change across 
perioperative systems and interprofessional teams is 
needed [25]. However, these strategies will increase the 
costs of a large-scale trial.

Basic improvements to the design of the ZHF may 
enhance clinical uptake. The device requires mains 
power to function, impacting on ease of use during trans-
fer. Time for the device to achieve equilibrium on being 
plugged in on arrival to a new area affects consistency 
of monitoring, as acknowledged in other studies [26]. 
In our study, the time for equilibrium may have caused 
missing data at some timepoints, including on induction 
and on PACU admission. At PACU admission, tempera-
ture measurement typically occurs immediately during 
patient arrival during handover. For the ZHF group the 
time required to reach equilibrium may account for miss-
ing measurements during care transitions such as induc-
tion and PACU admission.

Improved integration of the ZHF device into exist-
ing monitoring devices and processes could maximize 
the usefulness of continuous temperature monitoring. 
The device retains the last two hours of data, yet this 
can only be displayed graphically (without raw values). 
Plugging the device into the anesthetic monitor can 

Table 4 Process of care outcomes

Abbreviations: PACU  Post Anesthetic Care Unit

Process of care outcomes Usual care
(n = 41)

ZHF group
(n = 37)

Temperature monitoring (any timepoint)
 Intraoperative 21 (51.2) 17 (46.0)

 PACU 41 (100) 35 (94.6)

Temperature monitoring meeting guidelines
 Preoperative
  Arrival to anesthetic room 0 (0) 3 (8.1)

  Induction 0 (0) 5 (13.5)

 Intraoperative
  Every 30 mins (without forced air warming) 8/13 (61.5) 5/11 (45.5)

  Every 15 mins (with forced air warming) 3/28 (11) 5/26 (19.2)

 PACU 
  On admission 38 (92.7) 30 (81.1)

  Every 15 minutes 0 (0) 17 (46)

  On discharge 2 (4.9) 10 (27.0)

Warming interventions
 Preoperative 1 (2) 0 (0)

  Forced air warming 1 0

 Intraoperative 30 (73.1) 29 (78.4)

  Warmed cotton blankets 2 10

  Forced air warming 28 26

  Warmed intravenous fluids 0 3

 PACU 2 (5) 0 (0)

  Warmed cotton blankets 2 0

Any temperature monitoring intraopera-
tively with forced air warming

15/28 (53.6) 15/26 (57.7)

Hypothermia on PACU admission
 Normothermia (≥ 36°C) 24 (63.2) 15 (50)

 Mild (35.0-35.9°C) 13 (34.2) 13 (43.3)

 Moderate (34.0-34.9°C) 1 (2.6) 1 (3.3)

 Severe (<33.9°C) 0 (0) 1 (3.3)
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allow for retrieval of raw values. Yet, despite attach-
ment to the monitor, we experienced data transfer 
issues where the data could not be retrieved from the 
EMR. Enhancing the device to improve data retention 
and addressing connectivity and data transfer issues 
would be of benefit to both routine practice and for 
research purposes.

Limitations
Staff evaluation of ZHF monitoring acceptability, fea-
sibility, appropriateness and practicality indicated that 
the device was generally favorable. However, our con-
clusions here are cautious due to a limited response to 
the survey assessing these attributes. While the survey 
was distributed via email, planned paper-based sur-
veys were prevented as data collection occurred during 
several periods of COVID-19 lockdown and restric-
tions. This limited the response rate.

Within this setting, the surgical population was 
not homogenous: we enrolled patients from a vari-
ety of surgical specialties. A larger trial might benefit 
by stratifying the sample by surgical specialty, taking 
into account factors that may alter decision-making 
regarding temperature monitoring for particular 
subgroups of patients or procedures. The use of the 
device may be limited for those patients’ undergoing 
neurosurgery or facial surgery. Although designed for 
use on the forehead, the device has been further eval-
uated for use in neck and chest regions, suggesting 

alternative sites with acceptable reliability in these 
populations [27, 28].

Conclusion
Improved integration of the ZHF device into existing 
electronic systems is needed prior to a large-scale eval-
uation of whether continuous monitoring reduces the 
number of patients exposed to perioperative hypother-
mia. To our knowledge, the larger study piloted here 
would be the first to assess the impact of continuous 
temperature monitoring on perioperative hypothermia 
prevention practices and patient outcomes. 

Abbreviations
AIM: Acceptability of Intervention Measure; ASA: American Society of Anesthe-
siologists; BMI: Body Mass Index; EMR: Electronic Medical Record; FIM: Feasibil-
ity of Intervention Measure; IAM: Intervention Appropriateness Measure; ICU: 
Intensive Care Unit; OR: Operating Room; PACU : Post Anesthetic Care Unit; 
SCU: Surgical Care Unit; ZHF: zero-heat-flux.

Acknowledgments
Samantha Keogh and Jed Duff supported the seeding grant application that 
funded this study.

Authors’ contributions
JM conceived and designed the study; led acquisition of funding; obtained 
ethical approvals; provided oversight of the project; was involved with statisti-
cal analysis; wrote the initial and final manuscript version to be published. 
DS helped in the conception and conduct of the study and revised the 
manuscript. SO helped in the conduct of the study including recruitment, 
data collection, data curation and revised the manuscript. JB helped in the 
design of the study, and with data collection and revised the manuscript. AK 
helped in the design of the study, with ethical approvals, with data collection 
and revised the manuscript. CD conducted the statistical analysis and wrote 
the initial and final manuscript version to be published. All authors read and 
approved the final manuscript.

Fig. 2 Mean temperatures by group from preoperative phase to 30 minutes in PACU. Abbreviations: OR: operating room; PACU: Post Anesthetic Care 
Unit: ZHF: zero-heat-flux



Page 8 of 9Munday et al. Patient Safety in Surgery           (2022) 16:32 

Funding
This study was funded by a Centre for Healthcare Transformation (CHT) Seed 
Grant (Queensland University of Technology).

Availability of data and materials
The datasets used and/or analysed during the current study are available from 
the corresponding author on reasonable request.

Declarations

Ethics approval and consent to participate
Ethical, site-specific, and administrative ethical approvals were obtained 
from the hospital and university’s Institutional Review Boards respectively 
(HREC/2021/QMS/70450; QUT 2021-3904-4302). Written informed consent 
was obtained from all participants.

Consent for publication
Not applicable.

Competing interests
JM’s current employer (Queensland University of Technology) has received 
monies on her behalf from 3M Company (manufacturer of the 3M device) 
in the form of project and investigator-initiated grants and JM has received 
educational consultancies. No funding was received for the generation of this 
manuscript. The remaining authors report no other competing or potential 
conflict of interest (financial or other) related to the ZHF device and its manu-
facturing company (3M).

Author details
1 Centre for Healthcare Transformation & School of Nursing, Queensland 
University of Technology (QUT) and Royal Brisbane and Women’s Hospital, 
Brisbane, Queensland, Australia. 2 The University of Queensland (UQ) and Sur-
gical Treatment and Rehabilitation Service (STARS), Brisbane, Queensland, 
Australia. 3 Department of Anaesthetics, Princess Alexandra Hospital, Brisbane, 
Queensland, Australia. 4 Princess Alexandra Hospital, Brisbane, Queensland, 
Australia. 5 Department of Anaesthetics, Princess Alexandra Hospital, Brisbane, 
Queensland, Australia. 6 Centre for Healthcare Transformation & School of Nurs-
ing, Queensland University of Technology (QUT) and Metro North Hospital 
and Health Service, Brisbane, Queensland, Australia. 

Received: 4 August 2022   Accepted: 5 September 2022

References
 1. Shafer SL, Dexter F, Brull SJ. Deadly heat: economics of continuous 

temperature monitoring during general anesthesia. Anesth Analg. 
2014;119(6):1235–7.

 2. Larach MG, Brandom BW, Allen GC, Gronert GA, Lehman EB. Malignant 
hyperthermia deaths related to inadequate temperature monitoring, 
2007–2012: a report from the North American malignant hyperthermia 
registry of the malignant hyperthermia association of the United States. 
Anesth Analg. 2014;119(6):1359–66.

 3. National Collaborating Centre for Nursing and Supportive Care (NCCNSC) 
Hypothermia: prevention and management in adults having surgery 
(2008 (Updated 2016). United Kingdom: National Centre for Clinical 
Health and Excellence.

 4. Munday J, Delaforce A, Heidke P, Grady C, Rademakers S, Smith H, 
Osborne S. Standards for Perioperative Nursing in Australia. Manage-
ment of Hypothermia in the Perioperative Environment Adelaide, South 
Australia Australian College of Perioperative Nurses (ACORN) 2018.

 5. Görges M, West NC, Whyte SD. Using physiological monitoring data for 
performance feedback: an initiative using thermoregulation metrics. Can 
J Anaesth. 2017;64(3):245–51.

 6. Munday J, Hines S, Chang AM. Evidence Utilisation Project: Manage-
ment of Inadvertent Perioperative Hypothermia. The challenges of 

implementing best practice recommendations in the perioperative 
environment. Int J Evid Based Healthc. 2013;11:305–11.

 7. Duff J, Walker K, Edward K-L, Williams R, Sutherland-Fraser S. Incidence of 
perioperative inadvertent hypothermia and compliance with evidence-
based recommendations at four Australian hospitals: a retrospective 
chart audit. J Periop Nurs. 2014;27(3):20–3.

 8. Brogly N, Alsina E, de Celis I, Huercio I, Dominguez A, Gilsanz F. Periopera-
tive temperature control: Survey on current practices. Revista Rev Esp 
Anestesiol Reanim (Engl Ed). 2016;63(4):207–11.

 9. Munday J, Delaforce A, Forbes G, Keogh S. Barriers and enablers to the 
implementation of perioperative hypothermia prevention practices 
from the perspectives of the multidisciplinary team: a qualitative 
study using the theoretical domains framework. J Multidiscip Healthc. 
2019;12:395.

 10. Echeverry-Marin PC, Rincón-Valenzuela DA, Monroy-Charry AG, Ruiz-Villa 
JO, Higuera-Redondo G, Rubio-Elorza JH. Survey about attitudes on 
perioperative temperature monitoring and thermal protection in Colom-
bia. Col J Anest. 2016;44(4):282–91.

 11. Lakha S, Levin MA, Leibowitz AB, Lin H-M, Gal JS. Intraoperative 
electronic alerts improve compliance with national quality program 
measure for perioperative temperature management. Anesth Analg. 
2020;130(5):1167–75.

 12. Jack JM, Ellicott H, Jones CI, Bremner SA, Densham I, Harper CM. Deter-
mining the accuracy of zero-flux and ingestible thermometers in the 
peri-operative setting. J Clin Monit Comput. 2019;33(6):1113–8.

 13. Pesonen E, Silvasti-Lundell M, Niemi TT, Kivisaari R, Hernesniemi J, 
Mäkinen M-T. The focus of temperature monitoring with zero-heat-flux 
technology (3M Bair-Hugger): a clinical study with patients undergoing 
craniotomy. J Clin Monit Comput. 2019;33(5):917–23.

 14. West N, Cooke E, Morse D, Merchant RN, Görges M. Zero-heat-flux core 
temperature monitoring system: an observational secondary analysis to 
evaluate agreement with naso-oropharyngeal probe during anesthesia. J 
Clin Monit Comput. 2020;34(5):1121–9.

 15. National Collaborating Centre for Nursing and Supportive Care (NCCNSC) 
Bair Hugger for measuring core temperature during perioperative 
care (2017). United Kingdom: National Centre for Clinical Health and 
Excellence.

 16. Conway A, Bittner M, Phan D, Chang K, Kamboj N, Tipton E, Parotto 
M. Accuracy and precision of zero-heat-flux temperature measure-
ments with the 3M™ Bair Hugger™ Temperature Monitoring System: 
A systematic review and meta-analysis. J Clin Monit Comput. 
2021;35(1):39–49.

 17. Munday J, Higgins N, Jones L, Vagenas D, Van Zundert A, Keogh S. Zero-
heat-flux and esophageal temperature monitoring in orthopedic surgery: 
an observational study. J Multidiscip Healthc. 2021;14:1819.

 18. Eldridge SM, Lancaster GA, Campbell MJ, Thabane L, Hopewell S, Coleman 
C, Bond CM. Defining feasibility and pilot studies in preparation for ran-
domised controlled trials: development of a conceptual framework. PloS One. 
2016;11(3):e0150205.

 19. Eldridge SM, Chan CL, Campbell MJ, Bond CM, Hopewell S, Thabane L, 
Lancaster GA. CONSORT 2010 statement: extension to randomised pilot 
and feasibility trials. Br Med J. 2016;355:e0150205.

 20. Whitehead AL, Julious SA, Cooper CL, Campbell MJ. Estimating the 
sample size for a pilot randomised trial to minimise the overall trial 
sample size for the external pilot and main trial for a continuous outcome 
variable. Stat Methods Med Res. 2016;25(3):1057–73.

 21. Michie A, Atkins L, West R. The APEASE criteria for designing and evaluat-
ing interventions. The Behaviour Change Wheel: A Guide to Designing 
Interventions. Silverback Publishing; 2014.

 22. Weiner BJ, Lewis CC, Stanick C, Powell BJ, Dorsey CN, Clary AS, Boynton 
MH, Halko H. Psychometric assessment of three newly developed imple-
mentation outcome measures. Implement Sci. 2017;12(1):1–12.

 23. Mercadante S, Voza A, Serra S, Ruggiano G, Carpinteri G, Gangitano G, 
Intelligente F, Bonafede E, Sblendido A, Farina A, Soldi A, Fabbri A. Anal-
gesic efficacy, practicality and safety of inhaled methoxyflurane versus 
standard analgesic treatment for acute trauma pain in the emergency 
setting: a randomised, open-label, active-controlled, multicentre trial in 
Italy (MEDITA). Adv Ther. 2019;36(11):3030–46.



Page 9 of 9Munday et al. Patient Safety in Surgery           (2022) 16:32  

•
 
fast, convenient online submission

 •
  

thorough peer review by experienced researchers in your field

• 
 
rapid publication on acceptance

• 
 
support for research data, including large and complex data types

•
  

gold Open Access which fosters wider collaboration and increased citations 

 
maximum visibility for your research: over 100M website views per year •

  At BMC, research is always in progress.

Learn more biomedcentral.com/submissions

Ready to submit your researchReady to submit your research  ?  Choose BMC and benefit from: ?  Choose BMC and benefit from: 

 24. Australian and New Zealand College of Anaesthetists (ANZCA). Periopera-
tive normothermia. Clinical audit guide (2018).

 25. Lane-Fall MB, Cobb BT, Cené CW, Beidas RS. Implementation science in 
perioperative care. Anesthesiol Clin. 2018;36(1):1–15.

 26. Sastre JA, Pascual MJ, López T. Evaluation of the novel non-invasive zero-
heat-flux Tcore™ thermometer in cardiac surgical patients. J Clin Monit 
Comput. 2019;33(1):165–72.

 27. Tachibana S, Chida Y, Yamakage M. Using the Bair Hugger™ temperature moni-
toring system in neck and chest regions: a pilot study. JA Clin Rep. 2019;5(1):1–5.

 28. Eshraghi Y, Nasr V, Parra-Sanchez I, Van Duren A, Botham M, Santoscoy T, 
Sessler D. An evaluation of a zero-heat-flux cutaneous thermometer in 
cardiac surgical patients. Anesth Analg. 2014;119(3):543–9.

Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in pub-
lished maps and institutional affiliations.


	Implementation of continuous temperature monitoring during perioperative care: a feasibility study
	Abstract 
	Background: 
	Methods: 
	Results: 
	Conclusions: 
	 Trial registration: 

	Background
	Methods
	Study design
	Inclusion and exclusion criteria
	Study procedures
	Usual care group
	During the interim training period
	During the intervention period (ZHF Group)

	Primary and secondary outcome measures
	Data analysis

	Results
	Feasibility
	Staff evaluation
	Process of care evaluation

	Discussion
	Limitations

	Conclusion
	Acknowledgments
	References


